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Disclosure to Promote the Right To Information 

Whereas the Parliament of India has set out to provide a practical regime of right to 
information for citizens to secure access to information under the control of public authorities, 
in order to promote transparency and accountability in the working of every public authority, 
and whereas the attached publication of the Bureau of Indian Standards is of particular interest 
to the public, particularly disadvantaged communities and those engaged in the pursuit of 
education and knowledge, the attached public safety standard is made available to promote the 
timely dissemination of this information in an accurate manner to the public. 




Mazdoor Kisan Shakti Sangathan 
"The Right to Information, The Right to Live'' 
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FOREWORD 

This Indian Standard was adopted by the Bureau of Indian Standards on 10 February 1989, after the 
draft finalized by the Dental Instruments and Equipment Sectional Committee had been approved by 
the Consumer Products and Medical Instruments Division Council. 

For the purpose of deciding whether a particular requirement of this standard is complied with, the 
final value, observed or calculated, expressing the result of a test, shall be rounded off in accordance 
with IS 2 : 1960 'Rules for rounding off numerical values ( revised )\ The number of significant places 
retained in the rounded ofiT value should be the same as that of the specified value in this standard. 
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DENTAL INSTRUMENTS - PLIERS, LIP-SAFE, 
FLAT NOSE - SPECIFICATION 



1 SCOPE 

This standard prescribes requirements for flat nose, 
lip-safe pliers used in dentistry. 

2 REFERENCE 

The Indian Standard IS 12507 : 1988 'General 
requirements for dental pliers' is a necessary 
adjunct to this standard. 

3 SHAPE AND DIMENSIONS 

The shape and dimensions of the pliers shall be as 
shown in Fig. 1 

4 HARDNESS 

The hardness of the pliers shall be 360 to 480 HV. 




5 RIGIDITY TEST 

The pliers shall be made to grip a piece of 1 mm 
thick hardened steel bit having a minimum 
hardness of 250 HV. A compressive force of 200 N 
( 20 kgf approximately ) shall be applied to the 
pliers and allowed to act for 5 minutes in such a 
manner that the force acts on each handle [ a total 
of 400 N ( 40 kgf approximately ) on the instru- 
ment ] at a distance of 40 mm from its free end. 
On completion of the test, the pliers shall show no 
sign of damage. 

6 OTHER REQUIREMENTS 

Oiher requirements of the pliers shall be as laid 
down in IS 12307 : 1988. 
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All dimensions in millimetres. 
Fig. 1 Dental Pliers, Lip-Safe, Flat Nose 
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Standard Mark 

The use of the Standard Mark is governed by the provisions of the Bureau of Indian 
Standards Act, 1986 and the Rules and Regulations made thereunder. The Standard Mark on 
products covered by an Indian Standard conveys the assurance that they have been produced 
to comply with the requirements of that standard under a well defined system of inspection, 
testing and quality control which is devised and supervised by BIS and operated by the 
producer. Standard marked products are also continuously checked by BIS for conformity 
to that standard as a further safeguard. Details of conditions under which a licence for the 
use of the Standard Mark may be granted to manufacturers or producers may be obtained 
from the Bureau of Indian Standards. 



Bureau of Indian Standards 

BIS is a statutory institution established under the Bureau of Indian Standards Act, 1986 to promote 
harmonious development of the activities of standardization, marking and quality certification of goods 
and attending to connected matters in the country. 

Copyright 

BIS has the copyright of all its publications. No part of these publications may be reproduced in 
any form without the prior permission in writing of BIS. This does not preclude the free use, in the 
course of implementing the standard, of necessary details, such as symbols and sizes, type or grade 
designations. Enquiries relating to copyright be addressed to the Director ( Publications ), BIS. 

ReTision of Indian Standards 

Indian Standards are reviewed periodically and revised, when necessary and amendments, if any, arc 
issued from time to time. Users of Indian Standards should ascertain that they are in possession of 
the latest amendments or edition. Comments on this Indian Standard may be sent to BIS giving the 
following reference: 
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